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Data  reduction  techniques  have  been  implemented  recently  to  obtain  infrared  spectra  of 
astronomical  objects  from  raw  data  obtained  with  the  mosaic  detector  array  and  prism  slit 
spectrometer  used  for  groundbased  telescope  astronomical  observations.  During  the  course 
of  the  analysis,  several  instrumental  peculiarities  presented  significant  complications 
that  were  ultimately  addressed.  The  techniques  for  flat  fielding  a  slit  spectrometer  can¬ 
not  follow  exactly  those  used  for  an  imaging  camera,  but  a  limited  flat  fielding  approach 
can  be  used  in  conjunction  with  measurements  of  known  calibration  sources  to  calibrate  the 
entire  array.  The  end  product  described  here  allows  a  pipeline  application  of  computer 
software  to  raw  data  frames  that  results  in  astronomical  spectra  independent  of  atmospheric 
and  instrumental  attenuation. 

1.  INTRODUCTION 
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The  Air  Fore  Geophysics  Laboratory  (AFGL)  development  of  a  transportable  cryogenic 
dewar  which  encloses  a  Santa  Barbara  Research  Center  (SBRC)  58  by  62  Si:Ga  mosaic  array  and 
prism  slit  spectrometer  has  resulted  in  Its  use  on  three  separate  occasions  on  the  92  inch 
telescope  of  the  University  of  Wyoming,  as  described  elsewhere1.  Much  current  interest 
in  the  emerging  widespread  use  of  similar  arrays,  particularly  at  near-infrared  wave¬ 
lengths,  is  evidenced  by  recent  conferences  on  the  sub ject 1 » 2 , 3 .  As  a  consequence  of 
this  activity,  one  would  expect  a  corrresponding  increase  of  publications  relating  to  the 
data  reduction  techniques  used  to  reduce  the  raw  data  with  its  instrumental  dependencies 
into  physically  meaningful  units. 

The  unwanted  attributes  of  raw  spectral  data  include  the  variations  with  wavelength  of 
both  atmospheric  and  instrumental  transmission,  and  the  separate  night  to  night  variations 
of  atmospheric  transmission.  Dominating  the  8  to  14  micron  raw  spectra  gathered  with  the 
AFGL  instrument  is  the  9.7  micron  atmospheric  ozone  absorption  which  attenuates  nearly  40% 
of  the  astronomical  fluxes.  Also  important  are  the  pixel  responsivity  variations  both  with 
wavelength  and  from  pixel  to  pixel  for  a  given  wavelength.  Working  over  a  ten  week  period 
at  AFGL,  we  have  implemented  computer  code  to  eliminate  these  aspects  of  the  raw  data, 
producing  the  calibrated  s[  ;?kra  required  for  analysis  and  publication  in  the  astronomical 
and  ast rophys ical  literature.  Because  we  are  dealing  with  a  slit  spectrometer,  which 
results  in  dispersion  of  the  8  to  14  micron  spectrum  along  one  axis  of  the  array,  flat 
fielding,  or  correction  for  pixel  to  pixel  responsivity  variations,  cannot  be  accomplished 
solely  with  sky  emission  measurements  at  different  zenith  angles.  On  the  other  hand,  it 
would  be  a  difficult  and  error-prone  process  to  cover  all  58  spectral  rows  of  the  array 
with  measurements  of  known  astronomical  calibration  sources  due  to  the  difficulty  of 
precisely  centering  the  source  on  each  of  the  rows.  The  optimal  approach  combines  sky  flat 
fielding  for  monochromatic  pixel  columns  at  wavelengths  of  high  sky  emlseivity,  e.g.,  the 
ozone  band,  with  spectral  calibrations  at  select  spatial  positions  on  the  array  using  the 
bright  astronomical  standards.  Data  satisfying  these  requirements  were  gathered  on  one  of 
the  more  recent  observing  runs,  and  reduction  techniques  using  this  data  have  led  to 
reduced  spectra  which  compare  favorably  with  published  spectra,  in  particular  with  the  IRAS 
Low  Resolution  Spectrometer  ( LRS )  spectra.  The  advantages  of  data  gathered  with  a  two- 
dimensional  detector  array  employing  a  slit  spectrometer  over  that  obtained  with  a  spectral 
scanning  instrument  of  several  discrete  detectors  are  twofold.  For  use  on  a  groundbased 
telescope,  the  slit  spectrometer  has  the  spectral  multiplex  advantage  whereby  all  spectral 
elements  are  observed  simultaneously,  and  the  relative  shape  of  the  observed  spectrum  is 
leas  affected  by  variations  in  atmospheric  transmission.  Secondly,  and  important  for 
either  space  or  groundbased  observations,  each  of  the  62  wavelength  channels  of  the  slit 
spectrometer  has  spatial  imaging  capability  over  58  spatial  positions.  This  property  is 
particularly  advantageous  if  the  infrared  star  is  extended  due  to  radiation  from  circum- 
stellar  dust,  for  which  the  spatial  extent  may  vary  with  wavelength,  or  if  the  astronomical 
source  contains  ionized  gas  and  dust,  for  which  spatial  variations  of  emission  line 
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streng+hs  would  be  indicative  of  either  temperature  or  density  morphology.  For  comparison 
with  *-he  LRS  spectra,  one  may  either  take  the  peak  spatial  spectrum  or  the  sum  of  the  peak 
and  sidelobe  spectra  obtained  with  the  slit  spectrometer. 

2.  CHARACTER  OF  THE  RAW  DATA 

Because  '■lie  background  radiation  levels  from  both  the  sky  and  telescope  are  so  large  in 
^he  *en  micron  region,  an  equal  time  is  spent  chopping  between  the  astronomical  source 
and  an  adjacen^  “blank  sky"  region.  This  large  background  also  requires  rapid  and 
continuous  scanning  of  *-he  mosaic  array  during  which  the  output  signal  from  a  given  pixel 
is  digitized  and  summed  with  “he  stored  contents  of  the  RAM  address  unique  to  that  pixel. 
Af-er  scanning  and  storing  for  several  tenths  of  a  second,  the  address  space  is  shifted 
to  a  separate  block  of  RAM  simultaneously  with  the  movement  of  the  telescope  secondary 
mirror  tQ  the  blank  sky  position  (with  electronic  coaddition  suppressed  during  the  mirror 
settle  time).  Thin  process  can  onLy  bo  repeated  several  times  before  the  20  bit  data  bus 
approaches  saturation,  at  which  time  the  coadding  terminates  and  the  differences  of  the 
two  RAM  blocks  are  output  for  each  pixel  address  to  a  minicomputer  in  a  straight  16  bit 
binary  format.  Thus,  the  raw  data  from  our  observing  runs  consist  of  58  by  62  pixel 
frames  of  digital  data  that  result  from  electronically  coadding  into  two  separate  RAM 
blocks  individual  12  bit  conversions  up  to  256  times,  and  subtracting  these  before  storage 
onto  a  computer  hard  disk. 

Gradients  in  atmospheric  and  telescope  background  level3  between  the  two  telescope  chop 
positions  arc  left  as  residuals  after  the  differencing  process,  and  can  be  a  significant 
fraction  of  the  astronomical  source  signal.  Noise  is  present  in  the  electronically  coaddeu 
and  differenced  frame  in  the  form  of  both  spikes  and  additive  electronics  system  noise. 

The  single  scanned  frames  of  12  bit  conversions  have  an  rms  level  of  system  noise  at  the 
second  or  third  least  significant  bit,  resulting  in  50  to  100  noise  counts  after  approxi¬ 
mately  200  electronic  coadds.  The  incidence  of  spikes  is  at  the  10%  level  and  is  randomly 
distributed  throughout  electronically  coadded  frame.  Frames  of  this  type  are  gathered  and 
stored  repeatedly  on  hard  disk  during  observations  of  single  sources,  and  subsequent  soft¬ 
ware  coadding  cannot  proceed  without  compensation  for  the  3pikes  discussed  above,  otherwise 
corruption  of  more  than  50%  of  the  coadded  frame  wo-  Id  result  after  only  7  coadd3. 
Compensation  of  the  above-mentioned  issues  will  be  discussed  below. 

3.  DATA  REDUCTION 


We  describe  in  the  following  subsections  the  sequence  of  processing  steps  in  the  order 
it  is  applied  tQ  t-ho  raw  data  frames . 

3.1  Derivation  of  calibration  coefficients. 


The  following  outlines  the  procedure 
leading  t0  flat  field  and  spectral 
correction  coefficients  for  each  pixel 
in  the  array.  Rows  corresponding  to 
point  source  spectra  are  independently 
corrected  with  measurements  of  an 
assumed  point  source  standard  star. 

The  correction  coefficients  are  the 
assumed  standard  star  fluxes  at  the 
pixel  wavelength  divided  by  the  output 
signal  level  for  that  pixel,  and 
encompass  both  atmospheric  and  instru¬ 
mental  transmission  variations  with 
wavelength,  as  well  as  both  the 
"average  pixel"  responsivity  variation 
with  wavelength  and  the  pixel  to  pixel 
responsivity  variations.  Soveral 
row  ca'ibrations  of  thia  type  averaged 
together  represent  the  major  correction 
for  all  other  spectral  rows  in  the 
mosaic  array.  An  example  of  this 
"average  spectral  correction"  derived 
from  several  ro\.a  of  raw  data  for  the 
bright  infrared  star  IRC+10216  (see 
Ftgure  l)  and  the  LRS  spectrum  for 
thia  objoct  is  shown  in  Figure  2.  It 
is  normalized  to  the  fraction  of 
pixels  falling  in  the  useable  spectral 
range  of  the  instrument.  Variations 
for  a  given  row  from  this  average  row 


Figure  1.  Raw  spectral  scan  of  the  peak 
spatial  row  of  the  source 
IRC+10216. 
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standard  star  cannot  be  used  tQ 
the  relative  spatial  response 
corrections  unless  an  image  blur 
functional  form  is  assumed,  and  this 
is  believed  t0  be  unreliable.  However, 
relative  row  t0  row  correction  coeffi¬ 
cients  may  be  derived  for  a  column  of 
pixels  using  sky  flat  field  techniques, 
because  this  column  approximates  a 
f  ruely  monochromatic  linear  array. 

We  calculate  these  spatial  correction 
coefficients  for  several  columns  in 
’he  atmospheric  ozone  band,  any  one 
of  wbfon  could  individually  be  used 
in  conjunction  with  the  spectral 
correction  coefficients  lo  set  indivi¬ 
dual  rows  relative  t0  each  other.  We 
flat  field  using  dc  sky  measurements 
b  zenith  and  av  large  (approximately 
2  air  mass)  zenith  angles.  The 
i  i  1 1,. fence  in  signal  for  the  "ozone 
pixels”  :s  sufficiently  large  tQ  allow 
:i  10%  determination  of  these  spatial 

simle  frame  (5  msec  integration 

time)  of  sky  data.  Because  the  mosaic  array  response  has  been  shown  tQ  be 
linear  in  this  regime,  the  subtracted  value  of  signal  counts  at  low  and  high  air  mass 
propor‘ional  t0  f he  pixel  responsi vi ty ,  and  equivalent  to  the  slope  of  a  linear  fit. 

The  spatial  correction  coefficients  thus  derived  are  used  in  conjunction  with  the  average 
spectral  correction  and  flat  field  correction  coef f i c i eat s  tQ  set  i-he  relative  levels  of 
ill  3590  pixels  in  the  mosaic  iefector  array. 
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Figure  2. 
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Cptjcaf  axis/mosaic  array  rotational  misalignment 


The  single  significant  complication  to  '.he  above  approach  is  presented  by  the  approxi¬ 
mate  1  degree  misalignment  of  the  mosaic  array  from  the  optical  spectral  and  spatial 
principal  axes.  Applied  without  care,  this  approach  leads  to  correction  coefficients 
that  exhibit  a  bifurcated  structure  about  «-he  peak  row  corresponding  to  i-he  standard  star 
position  on  the  mosaic  array.  The  correction  coefficients  have  systematic  positive  slopes 
on  one  side  of  the  peak  source  row  and  negative  slopes  on  the  other.  These  effects  must 
be  modelled  and  the  associated  trends  removed,  such  that  residual  corrections  are 
independent  of  position  of  the  standard  source  on  the  array.  Our  confidence  level  in  the 
above  approach  is  bolstered  by  several  tes«-s.  we  apply  the  spectral  correction  coeffi¬ 
cients  tQ  i-he  standard  star  raw  data  (taken  here  as  IRC  +  10216  with  the  IRAS  LKS  spectrum 
as  the  assumed  flux  as  a  function  of  wavelength),  and  compare  this  with  the  assumed 
spectral  distribution.  In  doing  so,  care  must  he  taken  because  reduced  program  object 
spectra  will  also  have  spectral  and  spavial  axes  that  deviate  from  the  mosaic  array  row 
and  column  axes.  (In  fhe  spatial  case,  the  deviations  are  negligible  over  the  limited 
extent  of  spat i a  1 Ly-unresol ved  objects).  These  effects  are  discussed  in  the  subsection 
below  on  optics  misalignment  compensation. 

3.3  Spike  identification. 

(’reprocess i ng  of  data  in  order  to  account  for  spiked  pixels  is  necessary  for  objects 
fainter  than  IRC  t  10216.  The  spikes  are  introduced  at  some  poi nt  in  the  realtime  digital 
signal  processing,  as  repeat  transfers  of  the  RAM  data  to  the  minicomputer  reproduce  the 
spikes.  We  choose  not  to  remove  the  spikes  and  re-estimate  the  frue  signal  level  but 
rather  identify  them  and  exclude  them  from  subsequent  processing.  The  identification 
process  is  a  two  stage  one.  The  first  stage  is  a  two-point  ratio  test  that  tags  points 
whose  ratios  exceed  those  corresponding  with  the  spectral  sampling  interval  across  the 
instrumental  response,  if  these  points  are  also  above  the  peak  to  peak  noise  range  The 
second  stage  is  a  modified  three  point  median  filter,  for  which  spike  identification 
results  if  the  midpoint  exceeds  in  an  absolute  sense  and  by  a  threshold  count  value  either 
of  the  two  endpoints.  Both  stages  are  reset  at  the  beginning  of  each  spectral  row,  because 
there  is  nc  continuity  of  values  expected  between  the  end  of  one  row  and  the  beginning  of 
the  next.  The  combined  stages  identify  as  spikes  approximately  10%  of  the  total  number 
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3.4  Software  coaddi<-ion  of  the  basic  frames. 

In  order  ►o  increase  integration  time  and  thus  the  signal  to  noise  for  astronomical 
source  observations,  software  coaddition  of  frames  gathered  in  groups  of  fen  is  effect¬ 
uated.  The  time  for  gathering  several  sets  of  frames  in  this  way  is  sufficiently  short 
to  ignore  effects  of  tej.eScope  track  error  and  the  longer  time  scale  atmospheric  seeing 
variations.  Spikes  identified  as  described  above  are  clearly  flagged  for  the  steps  which 
now  follow.  The  software  coadd  routine  sums  defined  pixel  values  and  the  squares  of  the 
defined  values  for  each  pixel  into  separate  arrays.  The  number  of  defined  values  for 
each  pixel  over  the  course  of  the  software  coadd  is  fracked  in  a  separate  counter  array. 

The  three  arrays  that  result  after  the  desired  number  of  coadds  permit  calculation  of  the 
average  value  and  the  standard  deviation  of  the  average  value  for  each  pixel,  and  the 
array  of  standard  deviations  is  saved  for  subsequent  analysis  of  the  spectra  in  either 
graphic  (see  error  bars  in  Figures  3  and  4)  or  numerical  format. 

3.5  Background  residual  subtraction . 

For  frames  containing  point  astronomical  sources  the  spatial  extent  due  to  atmospheric 
and  diffraction  effects  is  over  only  a  few  rows  of  the  array,  and  the  remaining  spatial 
rows  are  purely  background  residuals.  These  "off-signal"  rows  can  be  used  to  estimate 
the  subtracted  component  for  the  signal  rows.  A  single  background  residual  row  applicable 
to  all  signal  rows  is  formed  by  coadding  as  for  frames,  retaining  the  sum  of  defined 
values  and  the  sum  of  the  squares  of  these  values  in  separate  (linear)  arrays.  The  number 
of  defined  values  for  each  element  in  the  row  array  is  also  stored,  allowing  calculation 
as  for  frame  coadds  of  the  average  and  its  standard  deviation  for  each  pixel  in  the  row. 

The  noise  due  tQ  random  fluctuations  obtained  in  this  way  will  always  be  less  than  those 
for  the  signal  rows  taken  separately,  so  subtraction  from  the  signal  rows  will  not  raise 
significantly  the  noise.  There  are,  however,  errors  in  the  background  residual  estimator 
due  to  the  effects  of  responsivity  variations  along  the  columns  of  summed  pixels,  and 
this  will  dominate  the  random  errors  after  an  undetermined  number  of  coadds.  Since  the 
pixel  responsivity  variations  are  well  below  50%  for  most  all  pixels  away  from  the  array 
edges,  the  error  incurred  in  the  above  approach  will  be  a  corresponding  percentage  of  the 
average  background  residual  value.  Alternatively,  the  flat  field  coefficients  could  be 
applied  tQ  the  coadded  frame  on  a  pixel  by  pixel  basis  before  background  residual  sub¬ 
traction,  but  t-his  leads  to  an  error  because  the  signal  rows  are  contaminated  by  the 
residuals  at  the  time  Qf  the  application. 

3.6  Application  of  calibration  coefficients. 

The  application  of  the  average  spectral  correction  t0  each  signal  row  removes  the 
atmospheric  and  instrumental  t ransmi ss i on  effects  as  well  as  the  average  pixel  responsivity 
variation  with  wavelength  (see  Figures  3  and  4).  The  reductions  of  program  objects  result 
in  reasonably  good  removal  of  the  atmospheric  ozone  feature,  which  represents  a  compensa¬ 
tion  of  more  than  a  factor  of  two.  This  correction  is  followed  by  application  of  each 
pixel's  flat  field  correction  for  all  pixels  in  the  signal  rows.  A  minor  correction 
proved  necessary  for  the  data  set  described  here  due  to  the  fact  that  the  calibration 
source  was  measured  on  a  different  night  than  the  program  objects.  The  start  sequence  of 
storage  of  mosaic  array  pixels  in  RAM  locations  is  sensitive  to  the  timing  electronics 
settings,  particularly  the  delay  of  the  A  to  p  convert  pulse.  The  variable  delay  is 
directly  related  to  v.he  number  of  RAM  addresses  carried  by  the  FIFO  buffer.  The  pixels 
in  a  given  row  of  RAM  may  thus  be  displaced  by  integer  amounts  from  night  to  night, 
changing  the  wavelength  calibration  by  a  fixed  amount  for  all  rows.  This  effect  was 
recognized  after  blindly  applying  the  calibration  coefficients  which  resulted  in  over- 
compensation  of  the  atmospheric  ozone  off  to  one  side  of  the  peak  and  undercompensation 
on  the  other  side,  but  was  easily  remedied  by  incorporating  an  integer  shift  in  the 
application  of  correction  coefficients  to  the  program  object  data. 

Finally,  those  rows  requiring  overall  correction  as  evidenced  by  the  sky  emission  flat 
fielding  were  addressed.  After  thiSl  t-he  relative  pixel  signal  values  reflect  those  of 
the  astronomical  source  both  spatially  and  spectrally,  but  will  exhibit  a  skew  relative  to 
the  orthogonal  spatial  and  spectral  axes  due  to  the  optics  rotational  misalignment.  with 
this  in  mind,  color  temperature  determinations  for  measured  sources  with  LRS  spectra  result 
in  favorable  comparisons  with  the  LRS  colors,  with  both  deviating  from  pure  blackbody 
colors  consistent  with  the  presence  of  known  broad  emission  features. 
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3.7  Compensation  for  optics  misalignment. 

The  effects  of  the  small  value  of  rotational  misalignment  of  the  optical  and  mosaic 
array  axes  on  the  calibration  coefficients  determinations  is  discussed  in  the  relevant 
subsection  above.  The  misalignment  manifests  itself  again  in  the  reduced  row  spectra, 
such  that  rows  above  (North  of)  the  peak  row  show  red  tilts  of  the  overall  spectral 
distribution  whereas  rows  below  (South  of)  the  peak  show  blue  tilts.  Thus,  individual 
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row  spectra  cannot  be  used  for  subsequent  analysis.  In  order  to  correct 
one  must  consider  "slices"  oblique  to  the  individual  rows  whose  values  ar 
combinations  of  bisected  pairs  of  pixel  values.  The  algorithm  adopted  he 
misalignment  angle  to  calculate  a  rotated  grid  corresponding  to  the  true 
spectral  axes  of  the  optics.  Values  on  the  rotated  grid  result  from  aver 
values  within  a  fixed  radius  of  the  new  grid  point,  weighted  by  the  inver 
between  the  olu  and  new  points.  This  results  in  row  spectra  over  the  spa 
source  that  are  somewhat  smoothed  relative  to  the  original  values  but  whi 
dually  describe  the  true  energy  distribution  of  the  astronomical  source, 
this  approach  are  contained  in  t-„e  final  report^  of  Gregory  Sloan  prepare 
of  his  summer  research  at  AFGL. 
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; . 8  Wavelength  calibration. 


The  remaining  transformation  t0 
physical  units  is  from  pixel  position 
in  each  row  to  wavelength.  This  wave¬ 
length  calibration,  or  assignment  of 
wavelengths,  is  determined  by  prism 
geometry  (prism  apex  angle  and  angle 
of  incidence  of  collimated  beam),  the 
refract i  -e  index  as  a  function  of  wave¬ 
length  for  the  prism  material,  and  the 
camera  mirror  focal  length.  The  camera 
mirror  reimages  the  dispersed  radiation 
onto  the  mosaic  array  and  its  focal 
length  is  the  conversion  from  angular 
to  linear  dispersion.  Five  place 
accuracy  values  of  the  index  of 
refraction  of  NaCl  were  taken  from  a 
compilation  in  the  Handbook  of  Optics 
(W.G.  Driscoll,  ed . ,  1978).  The  prism 
equation  for  the  deviation  angle  is 
solved  as  a  function  of  wavelength 
corresponding  to  bins  determined  by 
the  pixel  spacings.  A  single  pixel 
for  which  the  wavelength  i  =  known  a 
priori,  based  on  its  i dent i f ■ cat i on 
with  the  ozone  absorption  trough  or, 
better,  with  a  nebular  emission  line, 
provides  a  reference  to  which  the 
remaining  deviations  are  related. 

As  a  check,  the  calculated  distance 
from  the  array  edge  of  HeNe  radiation 
(6328A)  is  compared  with  the  room 
temperature  value  used  in  the  original 
translational  alignment  of  the  optics 
to  the  mosaic  array. 

3.9  Comparison  with  published  results. 

The  LRS  spectra  for  two  infrared 
stars,  IRC+10216  and  Befelgeuse,  are 
compared  with  the  new  slit  spectrometer 
spectra  reduced  using  the  corrections 
outlined  above  and  summing  together  the 
peak  spatial  and  sidelobe  spectra. 
Logarithmic  values  of  relative  spectral 
flux  (watt/ um2  micron)  are  plotted  in 
order  to  allow  overall  shape  compari¬ 
sons.  The  results  for  IRO10216 
(Figure  3)  are  not  surprising  as  the 
LRS  spectrum  for  this  object  was  used 
to  derive  the  calibration  coefficients, 
but  the  comparison  is  a  valuable  test 
of  coaddition  and  optical  misalignment 
correction  techniques.  For  Betelgeuse 
(Figure  4),  the  shape  of  the  LRS 
spectrum  is  also  within  the  error  bars 
of  that  for  the  slit  spectrometer  data. 
Variability  of  the  relative  spectral 
shape  of  IRCtl0216  between  the  IRAS 


Figure  3, 
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Mosaic  array  (top)  and  LRS 
(bottom)  spectra  for  IRCtl0216. 
Spectral  flux  ( watt /m^-mi cron ) 
is  plotted  logarithmically  and 
both  curves  have  been  shifted 
by  arbitrary  amounts. 
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Figure  4.  Mosaic  array  (top)  and  LRS 

(bottom)  spectra  for  Betelegeuse. 
The  plot  is  otherwise  similar  to 
Figure  3. 
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shoMV-i(i»8wand^ha-  ^f,°Ur  °bservations  (1987)  cannot  be  dismissed  as  a  possibility  an  1 
should  oe  borne  in  mind  for  *he  Figure  4  comparison.  ^  y 

4 .  FUTURE  WORK 

Several  implications  for  calibration  and  program  object  observations  during  future 
observing  runs  are  suggested  by  the  present  results.  Spectral  correction  coefficients  cm 
lie  obtained  for  all  50  rows  of  the  mosaic  array  by  calibration  star  measurements  over 
approximately  10  to  15  evenly  spaced  spatial  positions  due  to  the  extent  of  the  optics  blur 
oyer  several  spatial  elements.  IRCM-10216  is  the  logical  choice  for  this  because  it  allows 
high  signal  ho  noise  determinations  of  the  coefficients  over  short  electroni cal ly-coadded 
exposures.  However,  because  of  possible  temporal  variation  in  the  relative  spectral  shape 
of  rhis  ob  jec*- ,  it  will  be  necessary  to  supplement  the  set  of  measurements  at  the  various 
spatial  positions  with  measurements  at  one  spatial  position  of  a  (fainter)  non-variable 
calibration  source,  for  which  a  relative  spectral  shape. will  be  assumed,  using  many  soft¬ 
ware  coadds.  Cancellation  of  the  residuals  in  the  atmospheric  and  telescopic  background 
subtraction  will  be  effectuated  using  beam  switching.  Beam  switching  is  a  well-known 
technique  whereby  the  telescope  pointing  direction  is  changed  by  an  amount  equal  to  the 
secondary  mirror  chop  amplitude,  such  that  the  blank  sky  field  is  switched  from  north  to 
south  of  t^e  astronomical  source.  Performing  this  operation  after  sets  of  ten  or  more 
elect ron i ca 1 ly-coadded  frames  will  subtract  the  residual  and  not  appreciably  lower  the 
observing  efficiency.  Finally,  the  spike  identification  algorithms  will  be  adapted  for 
use  at  die  observing  site  so  that  software  coaddition  of  e lectroni cal ly-coadded  frames 
may  lie  performed.  This  will  dramatically  decrease  the  hard  disk  data  storage  requi remen- s 
which  were  faced  on  previous  observing  runs. 
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